The estimated incidence of opacity in other models of silicone implants is 1 in 50 000 of those manufactured.
However, only one other case of a cloudy silicone PhacoFlex SI30NB lens has been reported. When explanted, the lens was found to be covered in white deposits and the material of the implant was not opaque. On examination corrected visual acuity was 6/9 right and 6/12 left. He had proptosis of 25 mm right and 23 mm left, but there was no lid lag or retraction. Severe restriction of all eye movements was noted. There was bilateral chemosis and conjunctival injection (Fig. 1a) .
